[Complications in the intraperitoneal chemotherapy with the implantable intraperitoneal port and the strategy for the prevention of the complication].
Fifty-four patients with gastrointestinal carcinomas were treated with intraperitoneal chemotherapy through devices, and an implantable port system which had been used subcutaneously. The complications of the implantable ports were analysed in this study. There were 1 bowel perforation, 2 cases of retention of ascites, 2 infections, 2 inflow obstructions and 8 cases of pain, especially in the perineal or lower abdominal area. The number of patients requiring removal of the device due to complications were 7; 1 perforation, 2 ascites, 2 infections and 2 for pain. The strategy for reducing the complications due to the device were analysed as follows. A soft catheter should be selected. The catheter in the abdominal cavity should not be long, not as long as the tip of catheter touch the bottom of pelvic organs. Due care for kinking of the catheter should be taken in the implanting procedure. Antibiotics should be applied in and around the port. Steroids should be added to the solution for intraperitoneal chemotherapy.